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Image enhancement of digital periapical radiographs according to diagnostic tasks 
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ABSTRACT 



Purpose: This study was performed to investigate the effect of image enhancement of periapical radiographs 
according to the diagnostic task. 

Materials and Methods: Eighty digital intraoral radiographs were obtained from patients and classified into four 
groups according to the diagnostic tasks of dental caries, periodontal diseases, periapical lesions, and endodontic 
files. All images were enhanced differently by using five processing techniques. Three radiologists blindly 
compared the subjective image quality of the original images and the processed images using a 5-point scale. 
Results: There were significant differences between the image quality of the processed images and that of the 
original images (P<0.01) in all the diagnostic task groups. Processing techniques showed significantly different 
efficacy according to the diagnostic task (P<0.01). 

Conclusion: Image enhancement affects the image quality differently depending on the diagnostic task. And the 
use of optimal parameters is important for each diagnostic task. {Imaging Sci Dent 2014; 44 : 31-5) 
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Introduction 

Since the development of digital radiography, many 
changes have taken place in the field of diagnostic imaging, 
and digital radiography has become widely accepted in 
dental radiography. Digital radiography has several advan- 
tages over film radiography. To begin with, digital radio- 
graphy has a wider dynamic range, and therefore, the radi- 
ation exposure to the patient can be reduced. The elimina- 
tion of chemical processing and processing errors saves 
time and reduces the radiation exposure. In addition, 
images can be stored permanently without any degradation 
of image quality. 

One of the important advantages of digital radiography 
is the easy access to image processing. Image processing 
can reduce retakes caused by processing or exposure errors, 
because the contrast and density of digital images can be 
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manipulated by image processing. 1 Because of these ben- 
efits, digital radiography has replaced film radiography in 
dental practice. 

In conventional film radiography, the adjustment of 
acquired images is impossible. In contrast, after obtaining 
the raw data, digital images can be manipulated by various 
techniques and viewed on the. There are many processing 
techniques that can enhance digital images and make them 
more suitable for diagnosis, such as contrast optimization, 
noise reduction, and artifact reduction. 2 Depending on the 
application of image processing techniques, various digital 
images with different image characteristics can be obtain- 
ed. The enhancement of image contrast through these vari- 
ous processes can improve the diagnostic performance and 
subjective image quality. 3 " 6 However, an increase in the 
image contrast does not always lead to a better outcome. 7 " 10 
For example, increased contrast between enamel and den- 
tin can help to detect dental caries, but excessive contrast 
will result in the false positive diagnosis of dental caries 
or create an unfavorable image for the diagnosis of perio- 
dontal diseases when the density of images increases too 
much to identify the outline of the enamel or the alveolar 



Copyright © 2014 by Korean Academy of Oral and Maxillofacial Radiology 

This is an Open Access article distributed under the terms of the Creative Commons Attribution Non-Commercial License (http://creativecommons.Org/licenses/by-nc/3.0) 
which permits unrestricted non-commercial use, distribution, and reproduction in any medium, provided the original work is properly cited. 

Imaging Science in Dentistry • pISSN 2233-7822 elSSN 2233-7830 



— 31 — 



Image enhancement of digital periapical radiographs according to diagnostic tasks 



bone level. Similarly, important anatomic structures for 
the diagnosis differ according to the diagnostic task; there- 
fore, the optimal contrast of an image may differ accord- 
ing to the diagnostic task. 

Most of the studies conducted thus far have focused on 
the effect of image enhancement of periapical radiographs 
with a single diagnostic task of mainly proximal caries or 
periapical lesions. 3 " 9 However, the diagnostic task of a peri- 
apical radiograph may affect the results of a study; there- 
fore, the study should be conducted with a classification 
of periapical radiographs according to the diagnostic task. 
The aim of this study was to confirm the different outcomes 
of the image enhancement of periapical radiographs accor- 
ding to the diagnostic task and to identify a suitable image 
enhancement technique for each diagnostic task. 

Materials and Methods 

Clinical radiographs 

The images were obtained from patients who had to 
undergo periapical radiography of the molar or premolar 
areas. All periapical radiographs were taken by using a 
paralleling technique with the use of an extension cone 
paralleling (XCP) device. A complementary metal-oxide 
semi-conductor (CMOS) system (EZ Sensor P, Vatech, 
Hwaseong, Korea) was used. The pixel size of the recep- 
tor was 20 [im, and the receptor had a theoretical resolu- 
tion of 25 lp/mm. 

Poor-quality images exposure errors such as cone-cut, 
over or underexposure, and overlapping were excluded. 
The images were carefully reviewed, and the presence of 
lesions was identified under the consensus of three radiol- 
ogists. The images with lesions were selected and classi- 
fied into four groups, namely dental caries, periodontal 
diseases, periapical lesions, and endodontic files accord- 
ing to the diagnostic task. A total of 80 digital periapical 
radiographs were collected, that is, 20 images for each dia- 
gnostic task. 

Image enhancement 

Raw data of the original images were processed as illus- 
trated in Figure 1. To start with, the dynamic range of the 
images was controlled by using a histogram to maintain 
the range of the signal area constantly, in order to reduce 
the differences between images caused by the differences 
in dose or attenuation by patients. Secondly, the contrast- 
limited adaptive histogram equalization (CLAHE) techni- 
que was used to enhance the local contrast of the images. 
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Fig. 1. Stages of image enhancement. 



Table 1 . Classification and number of images 



Diagnostic task 


Original 


A 


B 


C 


D 


E 


Dental caries 


20 


20 


20 


20 


20 


20 


Periodontal diseases 


20 


20 


20 


20 


20 


20 


Periapical lesions 


20 


20 


20 


20 


20 


20 


Endodontic files 


20 


20 


20 


20 


20 


20 


Total 


80 


80 


80 


80 


80 


80 



In this stage, five sets of processing techniques were devel- 
oped with different local contrast levels to identify the suit- 
able enhancement technique according to the diagnostic 
task (Fig. 2). Five processing techniques were distinguish- 
ed as follows: technique A with low contrast, technique B 
with moderate contrast, technique C with slightly high con- 
trast, technique D with high contrast, and technique E with 
very high contrast. Finally, a modified unsharp-masking 
technique was used to enhance the sharpness of the images. 
In short, 80 original images were enhanced by the five dif- 
ferent processing techniques, and a total of 400 images 
divided into the 5 sets were obtained (Table 1). 

Evaluation of the subjective image quality 

Three radiologists participated in the evaluation as obser- 
vers. Images were displayed on two sets of high-resolution 
mono-display monitors (IF2105M, Wide Corp., Yongin, 
Korea). The room was dimly lit, and the sunlight was block- 
ed. Ahead of the evaluation, the observers were instructed 
about the anatomic structures of images in order to focus 
on the diagnostic tasks. The anatomic structures were 
enamel, dentin, dentinoenamel junction, and pulp chamber 
for the diagnostic task of dental caries; alveolar crest, lam- 
ina dura, and trabecular bone for the diagnostic task of 
periodontal diseases; and lamina dura, periodontal liga- 
ment space, trabecular bone, root apex, and tip of endodon- 
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Fig. 2. Original and processed images. A. image enhanced by processing technique A. B. image enhanced by processing technique B. C. 
image enhanced by processing technique C. D. image enhanced by processing technique D. E. image enhanced by processing technique E. 
F. original image. 



tic file for the diagnostic task of periapical lesions and 
endodontic files. 

An original and its processed image were displayed on 
each monitor in a randomized order, and the observers 
were not informed about the application or kind of enhance- 
ment of the images. The observers were not allowed to 
manipulate the images manually during their evaluation. 
The observers comparatively evaluated the subjective 
image quality on a confidence scale of 1-5: (1) The left 
image has a better image quality than the right one for de- 
tecting dental caries. (2) The left image seems to have a 
better image quality than the right one for detecting dental 
caries. (3) Both images have no differences in image qual- 
ity with respect to the detection of dental caries. (4) The 
right image seems to have a better image quality than the 
left one for detecting dental caries. (5) The right image has 
a better image quality than the left one for detecting dental 
caries. As there were 5 different processing techniques and 
4 classifications of diagnostic tasks, a total of 20 sets and 
400 pairs of images were evaluated at a time, and the eval- 
uation was repeated 2 times with an interval of a week. 

Statistical analysis 

The ratings of the processed images of each observer 
were averaged and then analyzed by using one sample t- 
test, to identify the differences from confidence scale of 



Table 2. Descriptive statistics of the rating scores of enhanced 
images by processing techniques on the diagnostic task of dental 
caries 



Processing 
technique 


Number 


Rating 
(MeaniSD) 


one-way 
ANOVA 


One sample 
t-test 


A 


20 


2.50+0.49 3 




P<0.01 


B 


20 


3.43+0.36 b 




P<0.01 


C 


20 


2.49+0.47 3 


P<0.01 


P<0.01 


D 


20 


2.28+0.39" 




P<0.01 


E 


20 


1.73+0.30 c 




P<0.01 



abc The different characters shows statistically significant deference 
between groups by Scheffe's post comparison. SD: standard deviation 



3, which indicates that both images have no differences in 
image quality. The differences in the ratings of each pro- 
cessing technique were evaluated by using the one-way 
analysis of variance test (ANOVA) and a post-hoc Scheffe's 
post comparison by using IBM SPSS Statistics version 21 
(IBM Corp., Somers, NY, USA). The statistical significan- 
ce level of P< 0.01 was used. 

Results 

The rating scores of images enhanced by processing 
technique B showed the highest score in the diagnostic task 
of dental caries, and the differences between processing 
techniques were statistically significant. Processing tech- 
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Table 3. Descriptive statistics of the rating scores of enhanced 
images by processing techniques on the diagnostic task of periodon- 
tal diseases 



Processing 


Number 


Rating 


one-way 


One sample 


technique 




(Mean + SD) 


ANOVA 


t-test 


A 


20 


2.21+0.33 3 




P<0.01 


B 


20 


2.46 + 0.36 a 




P<0.01 


C 


20 


2.34 + 0.54 8 


P<0.01 


P<0.01 


D 


20 


2.31+0.54 3 




P<0.01 


E 


20 


1.73+0.56" 




P<0.01 


a b The different characters shows statistically 


significant deference between 


groups by Scheffe's post comparison. SD: standard deviation 


Table 4. Descriptive 


statistics of the rating scores 


of enhanced 


images by processing techniques on the diagnostic task of peri- 


apical lesions 










Processing 


Number 


Rating 


one-way 


One sample 


technique 




(Mean + SD) 


ANOVA 


t-test 


A 


20 


2.21+0.36 3 




P<0.01 


B 


20 


3.57+0.36 b,c 




P<0.01 


C 


20 


3.84±0.38 c 


P<0.01 


P<0.01 


D 


20 


3.42±0.49 b 




P<0.01 


E 


20 


2.86+0.46 d 




P=0.18 


a * ,c ' The different characters shows statistically significant deference 


between groups by Scheffe's post comparison. SD: standard deviation 


Table 5. Descriptive 


statistics of the rating scores of enhanced 


images by processing techniques on the diagnostic task of endodon- 


tic files 










Processing 


Number 


Rating 


one-way 


One sample 


technique 




(Mean + SD) 


ANOVA 


t-test 


A 


20 


2.45+0.20" 




P<0.01 


B 


20 


3.01+0.45 b ' c 




P=0.94 


C 


20 


3.25+0.26° 


P<0.01 


P<0.01 


D 


20 


3.13+0.40 c 




P=0.18 


E 


20 


2.69+0.38 a ' b 




P<0.01 



abc The different characters shows statistically significant deference 
between groups by Scheffe's post comparison. SD: standard deviation 



nique B was the only significant method to enhance image 
quality on the diagnostic task of dental caries (Table 2). 
The ratings of all image groups had significantly lower 
scores than the original images on the diagnostic task of 
periodontal diseases (Table 3) The rating scores of enhanc- 
ed images by processing techniques B, C, and D recorded 
significantly higher scores than the original images in the 
diagnostic task of periapical lesions. Processing technique 
A was the only method that showed a lower score than the 
original images (Table 4). The rating score of mages en- 
hanced by processing technique C was significantly higher 
than that of the original images in the diagnostic task of 



endodontic files. Processing technique C was the only sig- 
nificant method for the enhancement of image quality in 
the diagnostic task of endodontic files (Table 5). 

Discussion 

As we hypothesized, processing techniques affected 
image quality differently according to the diagnostic task, 
and we found effective parameters to improve the local 
contrast for dental caries, periapical lesions, and endodon- 
tic files. 

To begin with dental caries, there is a controversy about 
the effectiveness of image enhancement on the detection 
of dental caries and there are contradictory reports about it. 
Some researchers have reported positive effects, and others 
have reported negative or no effects of image enhance- 
ment on the detection of dental caries. 4 " 7 ' 10 ' 11 In this study, 
we revealed that image enhancement certainly improves 
the subjective image quality, allowing the clinician to iden- 
tify dental caries more readily. However, only image pro- 
cessing technique B showed a good result, and the other 
four techniques recorded lower ratings due to improper 
local contrast, although all images were processed by the 
same technical procedure. This result indicates that the 
processing parameters are as important as the use of the 
processing technique itself, and this corresponds with the 
result of an earlier study. 4 The results of the other diagnos- 
tic tasks also suggested the importance of the processing 
parameters as there were significant differences between 
processing techniques in the same diagnostic task. 

In the diagnostic task of periodontal diseases, all process- 
ing techniques could not improve the image quality, and 
this result is in agreement with the results of previous stu- 
dies. 12 " 14 However, we cannot conclude that image enhance- 
ment is not efficient in the diagnosis of periodontal dis- 
eases as the abovementioned results could just be because 
we could not find the optimal parameters. In addition, we 
excluded poor-quality images and there may be no room 
for improvement of good-quality images. 

In the diagnostic tasks of periapical lesions and endodon- 
tic files, processing technique C recorded the highest rat- 
ings and proved to be an effective method for enhancing 
the image quality of periapical radiographs. This result is 
consistent with that of a previous study that reported the 
usefulness of enhancement in the size measurement of peri- 
apical lesions on periapical radiographs. 3 

These results suggest that there are optimal ranges of 
contrast according to the diagnostic task, and this is in 
accordance with the results of a previous study. 15 We spec- 
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ulated that the optimal ranges of local contrast could be 
narrow for dental caries and endodontic files, and wide 
for periapical lesions. Further studies will be required to 
reveal the objective parameters compatible with multiple 
intraoral X-ray systems. 

Although the image enhancement used in this study in- 
creases subjective image quality, this study does not prove 
that image enhancement can improve the diagnostic per- 
formance because only images with specific lesions were 
included and we do not have the gold standard of an in- 
vivo study with clinical radiographs. However, it known 
that image quality is related to observer performance. 3 ' 616 

In conclusion, image enhancement affects image quality 
differently depending on the diagnostic task, and the use 
of optimal parameters is important for each diagnostic task. 
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